 MISSOURI DEPARTMENT OF HEALTH
STATE PUBLIC HEALTH LABORATORY

DATAMASTER MAINTENANCE REPORT

Gomplete this report in duplicate at the time of the regular monthly preventive maintenance check, and whenever :nstrument
is repalred. Send copy to Department of Health; retam original in depariment fcie

| A01306 3—1-10
LOCATION OF INSTRUMENT (STREET AND CITY) TIME OF iNSPECTION
RAGAO (WO RETISEIIS LD SPRWSAS(D (YD, bSYOT \ 320

CHECKLIST: Place a chack {v) to the left of each item if found to be satistactory or if operating within estabiished limits.-(Write
in observed values where determined.) Unchecked itams must be corrected before using instrument,

MDIAGNOSTIC CHECK (PR!NTOUT ATTAGHED)

[ COMPUTER

[ DETECTOR

[WPROGRAM . . -

E/FILTERS

B )R

[ HEATERS SAMPLE CHAMBER

(M QUARTZ STANDARD

4 FLOW DETEGTOR

[ CALIBRATION

[WPUMP HIGH SPEED

E/PmNTEé

4 INDICATOR LIGHTS

1330 [/ 3-\-\0
34°

[ TIME AND DATE

MSIMULATOR TEMF’ERATUF{E (34°C £0. 2°C)

4 CALIBRATION CHECK - A .
Run three tests using a standard solution. All three fests must be w;than 5% of the standard value and must have a
spread of .005 or less. Check the box corresponding to the standard solution bemg used, (PRINTOUT ATTACHED) (USE

RECIRCULATION PUMP}

0.100% STANDARD - MUST READ BETWEEN 0.095% and 0.105% INCLUSIVE
{7 0.040% STANDARD > MUST READ BETWEEN 0.038% and 0.042% INCLUSIVE
(ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)

103 % 03 %

EE/PERFORM R.F.l. TEST {PRINTOUT ATTACHED)

TESTZ ™ TESTS ™ {00 Z

.

TEST 1

IB/NUMBER OF REFUSALS. SINCE LAST MAINTENANCE REPORT, AND NUMBER OF BREATH TESTS IN EACH RANGE AS
FOLLOWS: (DO NOT INCLUDE SIMULATOR TESTS)

REFUSALS & I(o- 04) b |(05-09) c;é : I{ 10-14) P l( 15-19) & (Over .19) gé
List any new parts and describe any alteration or modification that was made to restore the instrument lo operate satisfactorily
and wuhln established limits (use other side if necessary) '

!-_ngzéﬁga@m%\ﬁe?—xﬂa
ol UTIOR, Lo*r# /s‘&'ooa : Sx@x(&i‘i

O-13-20\O

fINSPECTING OFFICER -

TYP;\PEHﬂTrNUMBERIEXFlgng:‘:;J Em— TE?*WP\%?) C’LAL‘)QOQ
f (4N ) RU 1810

ZX0A b 1-323-2010

MO 580-1458 (9-94) AN EQUAL OPPORTUNITY/AFFIRMATIVE AGTION EMPLOYER
sarvices provided on & nondiscriminatory basis .

Lab,-116




BEPCO MARKETING INC.
' 3101188 STONYEROOK DRIVE

RALEIGH, N.C, 27604
219.876.8480

CERTIFICATE OF ANALYSIS
Random samples of lot nu:_.nbei‘ £8002 of Alcohol Certified Solution for
simulator were analyzed by an independent laboratory utilizing a gas
chromatograph and found to contain .1209 dl wt. fvol. ethyl alcohol.
 The alcohol and distilled water used in the solution were found to be
free of any interfering substance.
‘When used in a calibrated simulator, operating at 34 ¢ /-2 ¢, this solution

will give an alcohol breath test instrument reading of .100 percent BAC +/- 2% or
D02 BAC ( whichever is greater). -

The expiration date for this lot number is Qctober 13,2010 .at 11:59PM.

This document is a true representation of the original Cerﬁﬁcate of Analysis.‘

Cecil B, Gamer, Presxdent
RepCo Marketing, Ine,

Form RC-01
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CLAWEON
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EAPIRATION DRTE: H7- 23716
MIZCELLAMEOUS DATA:

CAL CHECK

~ SUPERVISOR MODE ——

BLANK TEST ., B
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EXTERMAL STAMDART lme

BLAME TEST . DI
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. EXTERMAL STAMDARD . 185
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o BAC DataMaster
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STATE OF MISSOURI
SPRINGFIELD POLICE DEFARTHEHT
BAC DATAMASTER SERIAL NUMEER 281306
T :

FRREST TIME: 13168
SUBJECT NAME:

o RFICTEST
» ST poBr 11011011 SEX: N
’ STATE-D.L.: MO/182456723

ARRESTING OFF ICER:
- CLAWEOMN
5 OFFICER 1.D,: 1806
- TEZTING OFFICER:
CLALEEON
OFFICER 1.D.: 1EEE
FERMIT. MUMBER: £29215

MISCELLANEDUE DATA:
RFT TEST
——~ BREATH AMALYZIS ——-

I

RADIO INTERFEREHCE

" Operator s;gna&é\v\a\c L._l\ > |

Printed on recycled paper with agrl-based inks CMSY 220802
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_SHAWN.CLAWSON

is hereby mcﬁsoamnma to instruct and mc_nmimmb_.u.umﬁmﬁo_.,m., train instructors, inspect,
- calibrate, perform field aumwm._wm:..aMonmﬁmwm_a:_mqn__osmzm___mamﬁ analyzer(s):

'DATAMASTER;INTOXILYZER 5000

for ﬂsm._.naaém.a%: of the alcoho \w.___”_8a@a%a_\om.n____;oa.m..,,m%n_m&n%:m_n_,_A_m__,ac_m; |
air. Issued ::a_w_.__.,ﬁ_m provisions of sections’ mﬁ.omo._,._ﬁm_._acum._mwﬂoﬁ..w RSMo 1986. .

07/23/08 L @ L

820216, . Director of State Public Health Laboratory

Date

A m R :
Number —— e e R e R

07/23/2010

Expires . ——m -
. PO _ Director, Department of Health

MO 580-0771 (7-88) Lab. 4 (R7-88)




